
24/09/2021 12:00:00

:

AB-0363-T

:

Sampling Date

:2128997E Report Date

Sample Receiving Time

GEBZE PLASTİKÇİLER ORGANİZE SANAYİ BÖLGESİ BÖLGE MÜDÜRLÜĞÜ

2128997E

:

Sterile poly pot + poly pot

01/10/2021

1 L x 2 pieces + 100 mL x 3 pieces

:

:Sample Package

Address

Report No.

Applicant

ANALYSIS REPORT

Sample

Sample Amount

Water

10-21

İnönü Mah. Gebze Plastikçiler OSB Mah. Atatürk Bulvarı No:1
Gebze/Kocaeli/Turkey

:

Producer Company

:

 -

:

Sampling Point

:

Water Tank Outlet

: 24/09/2021 13:15:00

Analysis Completion Time 30/09/2021:

Analysis Beginning Time : 24/09/2021 13:30:00

Sample Lot No.  -:

Production Date :  -

Packing Date  -:

Expire Date  -:

Sample Carrying Conditions / Preservation
Technique

: 5±3 °C / Preservation method is given in information part of related parameters
according to standards.

:Sample Description  -

:Sampling Method Microbiological / ISO 19458

The analysis findings of the sample taken from the customer

Parameter Unit Finding Method InformationTotal MU
(±)

Lab. MU
(±)

Ammonium Nitrogen mg/L 0,035 SM 4500-NH3:B,F 1(*)--

Conductivity (20ºC) µS/cm 240,1 SM 2510:B 11(*)24,224,2

Free Chlorine mg/L <0,05 SM 4500:Cl:F 4(*)--

Temperature ºC 20,2 SM 2550:B 4(*)--

Calcium mg/L 38,91 TS EN ISO 17294-2 (ICP-MS) 1(*)7,396,23

Chloride mg/L 5,78 SM 4110:B (IC) 1(*)1,211,21
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The analysis findings of the sample taken from the customer

Parameter Unit Finding Method InformationTotal MU
(±)

Lab. MU
(±)

Magnesium mg/L 3,47 TS EN ISO 17294-2 (ICP-MS) 1(*)0,590,49

Nitrate Nitrogen mg/L 0,39 SM 4110:B (IC) 1, 8(*)--

Nitrite Nitrogen mg/L <0,015 SM 4110:B (IC) 1, 8(*)--

Total Hardness

Total Hardness
mg

CaCO3/L 111,42 SM 2340:B ; ISO 17294-2 (ICP-MS) 1, 32(*)- -

Total Hardness (German
Hardness)

°dH 6,24 SM 2340:B ; ISO 17294-2 (ICP-MS) (*)- -

Total Hardness (French
Hardness)

°Fr 11,4 SM 2340:B ; ISO 17294-2 (ICP-MS) (*)- -

Escherichia coli cfu/250mL 0 SM 9222:H 30(*)--

Fecal Coliform Bacteria Count cfu/250mL 0 SM 9222:D 30(*)--

Total Coliform Bacteria Count cfu/250mL 0 SM 9222:B 30(*)--

pH 25ºC - 7,99 SM 4500-H:B 11(*)0,15980,1598

MU: Measurement Uncertainty

ISO : International Organization for Standardization  SM : Standard Methods for the Examination of Water and Wastewater (APHA, AWWA, WEF)
21st Ed.
SM : Standard Methods for the Examination of Water and Wastewater (APHA, AWWA, WEF) 21st Ed.
TS : Turkish Standards  EN : European Standard  ISO : International Organization for Standardization

Method

1 According to ISO 5667-3 standard, sample was preserved:
11 The analysis was performed in the laboratory.:
30 Sodium Thiosulfate was added according to ISO 19458.:
32 The method of TS EN ISO 17294-2 used in the calculation of the analysis result are included in our

accreditation scope. So parameter is evaluated as accredited.
:

4 The analysis was performed on site:
8 Before analyze; sample was filtered by 0.45 µm filter:

Information
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Note 1. Çevre End. Analiz Lab. Hiz. Tic. A.Ş. accredited by TÜRKAK under registration number [AB-0363-T] for [TS EN ISO/IEC 17025] as test laboratory”. Turkish Accreditation
Agency (TURKAK) is a signatory to the European co-operation for Accreditation (EA) Multilateral Agreement (MLA) and to the International Laboratory Accreditation
Cooperation (ILAC) Mutual Recognition Arrangement (MRA) for the recognition of test reports.
2. When a conformity assessment is requested, legal regulations, standards or the decision rule agreed with the customer are applied by us after a risk assessment and the
application method is specified in the information section of the report. The Simple Decision Rule applies where conformity assessment is requested without taking into
account the measurement uncertainty.
3. Uncertainties stated in the report are expanded uncertainty (k=2, 95%). Total Uncertainty of Measurement includes the uncertainty from sampling. It is valid when the
sample is taken by us.
4. The definitional information included in the analysis report and affecting the validity of the results has been declared by the customer. Our laboratory is not responsible for
any losses/legal obligations that may occur due to the accuracy and use of this information.
5. Analysis report covers samples/sampling that comes to the laboratory.
6. This report and results don’t not be copied and printed partially or completely without permission of Cevre Industrial Analysis Laboratory for any commercial and
advertising purposes.
7.  It shall not be used as official report in relation to law 1593 and related regulations.
8. The test report without sign is not valid.
9. (*) This parameter is covered by our accreditation scope.

End of Report
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